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Abstract 

Background: Knee rotation plays an important part in knee kinematics during weight-bearing activities. An 
external device for measuring knee rotation (the Rottometer) has previously been evaluated for validity by 
simultaneous measurements of skeletal movements with Roentgen Stereometric Analysis (RSA). The aim of this 
study was to investigate the reliability of the device. 

Method: The within-day and test-retest reliability as well as intertester reliability of the device in vivo was 
calculated. Torques of 3, 6 and 9 Nm and the examiner's apprehension of end-feel were used at 90°, 60° and 30° of 
knee flexion. Intraclass Correlation Coefficient 2 ,i (ICC 2 ,i), 95% confidence interval (CI) of ICC and 95% CI between 
test trials and examiners were used as statistical tests. 

Result: ICC 2 ,i ranged from 0.50 to 0.94 at all three flexion angles at 6 and 9 Nm as well as end-feel, and from 0.22 
to 0.75 at 3 Nm applied torque. 

Conclusion: The Rottometer was a reliable measurement instrument concerning knee rotation at the three 
different flexion angles (90°, 60° and 30°) with 6 and 9 Nm applied torques as well as the examiner's apprehension 
of end-feel. Three Nm was not a reliable torque. The most reliable measurements were made at 9 Nm applied 
torque. 



Background 

Knee rotation play an important part in weight-bearing 
activities in the lower extremities, such as changing direc- 
tion while walking, running and jumping [1-3]. It is possi- 
ble that abnormal rotational kinematics may contribute to 
degenerative changes after ACL injuries [4], and abnormal 
femurotibial axial rotation has been described in patients 
with recurrent patellar dislocation using a radiographic 
technique [5] . However, the normal range of rotation of 
the knee in various healthy populations in vivo is not 
known, age and gender differences are not established, 
and knee rotation is hardly ever estimated in clinical prac- 
tice. A non-invasive manual device to measure knee rota- 
tion evaluated regarding its validity and reliability could be 
of value as a complement to existing clinical tools and 
examination equipment. The device would aid in diagnos- 
ing rotational instability and provide an objective clinical 
assessment of normal knee kinematics and possible 
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pathological findings after different knee injuries and dis- 
orders [6]. A few in vivo studies concerning knee rotation 
measuring devices, their validity and reliability, as well as 
knee rotation reference values have been reported [7-12]. 
Zarins et al. [11] measured knee rotation in a side-lying 
position. The knee was positioned and measured at 90°, 
60°, 30°, 15° and 5° of flexion. The torque was applied 
manually by the examiner's estimation of end-feel but no 
grading of torques was reported. The test-retest reliability 
was calculated by two repeated measurements on each of 
thirteen subjects. High correlations for the total internal- 
external rotation (r = 0.93-0.96) were described at 90°, 60° 
and 30° of flexion. Shoemaker and Markolf [12] measured 
knee rotation in vivo combined with measurements of 
maximum isometrically generated tibial torque. Record- 
ings were made in a sitting position and knee rotation was 
measured at 20° and 90° of flexion and a torque of 10 Nm 
was chosen. At 90°, seven tests were repeated on one sub- 
ject, indicating good reproducibility (range 76°-83°). In a 
recent in vivo study [10] an external device was evaluated 
regarding inter-and test-retest reliability in 11 male sub- 
jects. The subjects were measured lying supine on an 
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examination table, and were measured at 90° and 30° of 
knee flexion angle with 2, 4 and 6 Nm applied torques, 
and the total internal-external rotation was registered. The 
ICCs (Intraclass Correlation Coefficient) were all greater 
than 0.75 and the SEMs were all less than 2° in this study. 
Maudi et al. [8] used a knee rotatory kinaesthetic device to 
determine proprioceptive acuity for internal and external 
active rotation, and to measure active and passive rotation 
range of motion in vivo. To determine intra-and inter- 
observer reliability for active and passive rotation, 20 male 
subjects were recruited. Both intra-and inter-observer 
reliability were reported as good to excellent (ICC i ;2 0.69- 
0.95). Measurements were made at 90° of flexion angle 
with 6 Nm applied torque. However, different flexion 
angles and different applied torques have been used and 
none of these measurement devices has been evaluated for 
validity by simultaneous measurements of actual skeletal 
movements in the same subjects. There is no consensus as 
to the most appropriate torque to use in knee rotation in 
vivo studies. In a previous study [13] a clinical device to 
measure the knee rotation in vivo (the Rottometer) was 
presented and evaluated for validity by simultaneous regis- 
trations with Roentgen Stereometric Analysis (RSA) [14]. 
The correlation between the two instruments was high 
(r 2 = 0.87-0.94) concerning total internal-external rotation. 
However, when evaluating knee rotation assessment tools, 
reliability must also be considered before they are used in 
research and clinical practice. The aim of this investigation 
was to evaluate the one-week-apart-, within-day-and inter- 
tester reliability of the Rottometer concerning total inter- 
nal-external knee rotation, and to establish the most 
reliable torques and flexion angles. 

Methods 

The Rottometer (Figure 1) and testing procedure 

The Rottometer and details of the examination proce- 
dure and the fixation of the test persons to the device 
have been presented previously [13]. Measurements 
were made at 90°, 60° and 30° of knee flexion in each 
subject's both legs. Ninety degrees was chosen since the 
largest range of rotation has been reported at this knee 
flexion angle [1,2,15]. Sixty and 30° of flexion were cho- 
sen to study the rotation at more physiological flexion 
angles for weight-bearing activities. At each flexion 
angle, passive total internal-external rotation of the tibia 
in relation to the femur was measured. The neutral 
position of "zero degree" rotation was defined as each 
individual subject's resting position of the knee at each 
flexion angle. Total internal-external rotation was then 
measured from that zero position. The subjects were 
instructed to relax their muscles to allow the examiner 
to passively rotate the leg. An adjustable spanner was 
used to apply the different torques (Nm). It permitted 



measurements with various forces (Nm), and was cali- 
brated and tested to provide torques reproducible within 
± 3% (Rausol, Germany). The mean of three repeated 
measurements of internal and external rotation with 3, 
6 and 9 Nm torque as well as the examiner's apprehen- 
sion of end-feel [16] were recorded at each torque at 
each flexion angle (90°, 60° and 30°) in both knees. 
These forces were based on the results and experiences 
of several pilot studies before the main study. The 
examiner was instructed to stop the measuring proce- 
dure if the subject complained about major pain or dis- 
comfort at any applied torque at any angle. 

Reliability 

On-week-apart intratester reliability 

To evaluate the test-retest reliability of the knee joint rota- 
tion, one examiner (physiotherapist) measured 10 healthy 
subjects. The subjects were measured twice with a week's 
interval and these measurements were made at the same 
time of the day. 
Within-day intratester reliability 

To evaluate the within-day reliability, one examiner 
(physiotherapist) measured knee joint rotation in 10 
healthy subjects. The subjects were measured twice, 
once in the morning and once in the afternoon, on the 
same day. 
Intertester reliability 

Ten healthy subjects participated in the study in order to 
evaluate the intertester reliability. They were measured 
twice on the same test occasion in random order by two 
independent examiners (physiotherapists). The first exami- 
ner fixed the subject to the Rottometer and carried out the 
measurements. After ten minutes' break after the first 
examination, the second examiner repeated the whole pro- 
cedure on the same test person. 

The examiners in the present study were physiothera- 
pists and trained in using the measurement device 
before the study begun. 

Subjects 

In the within-day and one-week-apart evaluation 10 
subjects, six females (age range: 28-69 years) and four 
males (age range: 37-60 years) were measured. The mea- 
surements of intertester reliability were also performed 
on ten subjects, six females (range: 31-46 years) and 
four males (range: 24-35 years). These subjects had 
never undergone any knee, hip or foot surgery and had 
no documentation or history of prior major knee inju- 
ries (ligaments, fractures, meniscus). Each knee was con- 
sidered as one unit and thus, twenty observations were 
used in the calculations. This study has been directed by 
the Helsinki Declaration and was approved by the Ethics 
Committee of Lund University 
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Figure 1 The Rottometer with a test person fixed to the device ready to be measured. In the frame: changes in flexion angles from 90° to 
30° of knee flexion angle. 



Statistics 

All statistical analyses of the data were performed using 
SPSS 14.0 statistics software. Statistical evaluation of the 
one-week-apart intratester-, within-day intratester and 
intertester reliability tests were made with Intraclass Cor- 
relation Coefficient 2 ,i (ICC 2 ,i) [17], 95% Confidence Inter- 
val (CI) of the ICC [18]) and 95% CI between test trails 
and examiners. 

Results 

One-week-apart intratester reliability (Table 1) 

The highest ICC 2l i (0.84) was registered at 30° of knee 
flexion angle with 9 Nm applied torque, and the lowest 
(0.22 and 0.24) at 60° and 30° with 3 Nm. The 95% CI 
between the two different tests was-4.9-5.6 at all four 
applied torques (3, 6 and 9 Nm and end-feel) at all three 
flexion angles. 

Within-day intratester reliability (Table 2) 

The highest ICC2,i was calculated as 0.94 at 9 Nm 
applied torque at 30° flexion angle, and the lowest (0.59) 
also at 30° but at 3 Nm. The 95% CI between the two dif- 
ferent tests was-3.4-9.9 at 6 and 9 Nm as well as end-feel, 
and -6.0- -2.7 at 3 Nm at all three flexion angles. 

Intertester reliability (Table 3) 

The highest ICC 2 .i was 0.87 at 90°, and 0.61-0.70 at 30° 
at 6 Nm applied torque, and the lowest 0.49 also at 90 
but with at 3 Nm applied torque. The 95% CI between 



examiners was-7. 1-3.8, except at 30° with 3 Nm (CI-7.9- 
-2.1). 

Discussion 

As a result of the ICC calculations according to the 
recommendations of Fleiss [19], the Rottometer was 
judged to be a good (ICC 0.4-0.75) to excellent (ICC 
above 0.75) device concerning reliability for measuring 
knee rotation with 6 and 9 Nm applied torques and the 
examiner's apprehension of end-feel at three different 
flexion angles (90°, 60° and 30°). A torque of 3 Nm 
showed lower reliability in knee rotation measurements 
using the Rottometer as an assessment tool. 

It seems as if the most valid [13] and reliable mea- 
surements of the knee rotation made by the Rottometer 
were registered at measurements of the total rotation at 
9 Nm applied torque. 

As measured with the Rottometer in present study, the 
range of total knee rotations at 9 Nm applied torque were 
70°-79°. In earlier clinical in vivo studies measuring knee 
rotation, the total range of rotation have varied between 
18° and 90° [7-12]. It may be argued that comparing mea- 
surement of knee rotation between different studies are of 
limited value, since different measurement devices, differ- 
ent flexion angles and different applied torques have been 
used. Also the set-ups during the examinations vary 
between different devices. However, as long as there is no 
accepted golden standard, further investigations of knee 
rotation both in healthy reference populations and in 
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Table 1 The results of the one-week-apart reliability evaluation of the external measurement device presented in 
means and Standard Deviations given in degrees (M 1 = measurement occasion one and M 2 = measurement occasion 
2), and calculated with Intraclass Correlation Coefficient^ (ICC 2i1 ), 95% Confidence Interval (CI) of ICC and 95% CI 
between M 1 and M 2 



Angle/applied torque 


M 1 


m * SD 


M 2 m * SD 


ICC V 


95% CI of ICC 


95% CI of M 1 and M 2 


9073 Nm 


30 ± 


6 


29 ± 6 


0.49 


0.04-0.77 


-2.0-3.1 


9076 Nm 


56 ± 


9 


56 ± 5 


0.67 


0.31-0.86 


-1.6-3.0 


9079 Nm 


76 ± 


9 


76 ± 7 


0.80 


0.56-0.92 


-1.2-1.6 


907End-feel 


72 ± 


8 


71 ± 7 


0.65 


0.32-0.84 


-1.3-2.2 


6073 Nm 


33 ± 


8 


33 ± 4 


0.24 


-0.15-0.59 


-3.8-3.7 


6076 Nm 


58 ± 


8 


61 ± 9 


0.50 


0.11-0.76 


-2.6-3.8 


6079 Nm 


77 ± 


10 


75 ± 8 


0.82 


0.60-0.92 


-0.2-3.9 


607End-feel 


74 ± 


8 


73 ± 8 


0.76 


0.48-0.90 


-0.4-3.2 


3073 Nm 


28 ± 


8 


29 ± 7 


0.22 


-0.48-0.40 


-4.9-2.9 


30°6 Nm 


55 ± 


10 


53 ± 8 


0.50 


0.11-0.77 


-0.4-3.5 


3079 Nm 


79 ± 


12 


77 ± 11 


0.84 


0.65-0.93 


-0.6-4.6 


307End-feel 


78 ± 


11 


76 ± 9 


0.82 


0.64-0.93 


-0.4-5.6 



Calculations were made at three different flexion angles (90°, 60° and 30°) with four different applied torques (3, 6 and 9 Nm as well as the examiner's 
apprehension of end-feel) of the total internal-external knee joint rotation 



patients with different knee disorders and injuries, with 
valid as well as reliable measurement devices are needed. 

Sources of error 

There are a number of sources of variability inherent in 
rotation measurements of the knee in vivo. A possible 
explanation of poor agreements at 3 Nm could be that 
measurements made with this torque produced a rather 
small range of rotation, and thus small differences 
between recordings resulted in relatively large disagree- 
ment. It is also possible that 3 Nm torque is too small to 
reach the end-points of the mechanical restraints and 



thus motions with a poorly defined end-point are mea- 
sured. One aspect that could have affected the measure- 
ments at 60° and especially at 30° was that when the knee 
angle was changed and adjusted the hip angle was chan- 
ged too, and thereby probably allowed movements in the 
hip [12], which could have been registered as knee rota- 
tion by the Rottometer. Careful consideration was given 
to the design of the fixation clamps [13] with the purpose 
of minimizing shifting due to soft tissue motion and at 
the same time avoiding pain, which makes it hard for the 
subject to relax during the examination. As in the within- 
day analyses, the design of the inter-tester measurements 



Table 2 The results of the within-day reliability evaluation of the external measurement device presented in means 
and Standard Deviations given in degrees (M 1 = measurement occasion one and M 2 = measurement occasion 2), 
and calculated with Intraclass Correlation Coefficient^ (ICC 2 ,i), 95% Confidence Interval (CI) of ICC and 95% CI 



between M 1 and M 2 


Angle/applied torque 


M 1 


m * SD 


M 2 


m * SD 


ICC 2l1 


95% CI of ICC 


95% CI of M 1 and M 2 


9073 Nm 


30 ± 


6 


33 ± 


6 


0.64 


0.13-0.86 


-5.1- -1.5 


9076 Nm 


56 ± 


8 


57 ± 


7 


0.73 


0.43-0.87 


-2.7-1.5 


9079 Nm 


76 ± 


10 


74 ± 


10 


0.79 


0.54-0.91 


-2.7-1.5 


907End-feel 


72 ± 


8 


73 ± 


8 


0.66 


0.33-0.85 


-3.4-0.9 


6073 Nm 


33 ± 


8 


37 ± 


6 


0.67 


0.33-0.85 


-0.6- -2.7 


6076 Nm 


58 ± 


8 


61 ± 


9 


0.76 


0.50-0.90 


0.4-4.4 


6079 Nm 


77 ± 


10 


78 ± 


11 


0.86 


0.62-0.95 


-2.6-1.3 


607End-feel 


74 ± 


8 


74 ± 


9 


0.90 


0.75-0.96 


-1.9-2.0 


3073 Nm 


24 ± 


8 


31 ± 


9 


0.59 


0.21-0.81 


-4.7- -0.2 


3076 Nm 


55 ± 


10 


56 ± 


10 


0.87 


0.72-0.95 


-2.7-1.2 


3079 Nm 


79 ± 


12 


77 ± 


12 


0.94 


0.87-0.98 


-0.4-9.9 


307End-feel 


78 ± 


11 


75 ± 


11 


0.83 


0.61-0.93 


-0.3-5.2 



Calculations were made at three different flexion angles (90°, 60° and 30°) with four different applied torques (3, 6 and 9 Nm as well as the examiner's 
apprehension of end-feel) of the total internal-external knee joint rotation 
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Table 3 The results of the inter-tester reliability evaluation of the external measurement device presented in means 
and Standard Deviations given in degrees (M 1 = measurement occasion one and M2 = measurement occasion 2), 
and calculated with Intraclass Correlation Coefficient^, (ICC 2j1 ), 95% Confidence Interval (CI) of ICC and 95% CI 
between M 1 and M 2 



Angle/applied torque 


M 1 


m * SD 


M 2 


m * SD 


icc v 


95% CI of ICC 


95% CI of M 1 and M 2 


9073 Nm 


30 ± 


6 


33 ± 


7 


0.49 


0.09-0.76 


-6.4-0.2 


9076 Nm 


53 ± 


7 


54 ± 


8 


0.87 


0.71-0.95 


-2.8-0.3 


9079 Nm 


70 ± 


10 


72 ± 


10 


0.85 


0.68-0.94 


-4.6-0.6 


907End-feel 


67 ± 


8 


66 ± 


9 


0.74 


0.44-0.89 


-1.7-3.8 


6073 Nm 


37 ± 


7 


38 ± 


6 


0.75 


0.47-0.89 


-3.5-0.9 


6076 Nm 


56 ± 


8 


58 ± 


9 


0.83 


0.62-0.93 


-3.6-0.4 


6079 Nm 


72 ± 


10 


74 ± 


10 


0.84 


0.63-0.93 


-3.7-0.1 


607End-feel 


71 ± 


10 


71 ± 


9 


0.77 


0.51-0.90 


-3.7-3.1 


3073 Nm 


28 ± 


7 


33 ± 


8 


0.52 


0.10-0.78 


-7.9- -2.1 


3076 Nm 


52 ± 


10 


55 ± 


10 


0.61 


0.25-0.82 


-6.8-0.2 


3079 Nm 


72 ± 


11 


74 ± 


12 


0.69 


0.34-0.87 


-7.1-2.4 


307End-feel 


73 ± 


12 


74 ± 


10 


0.70 


0.36-0.87 


-6.0-2.5 



Calculations were made at three different flexion angles (90°, 60° and 30°) with four different applied torques (3, 6 and 9 Nm as well as the examiner's 
apprehension of end-feel) of the total internal-external knee joint rotation 



might have constituted a risk of a change in soft tissue 
characteristics or pain occurring, since two repeated 
measurements were made on the same subject on the 
same day. However, pain was not reported by any of the 
subjects at any time during the examinations. Unless the 
ends of the goniometer are surgically fixed to the bone, 
the potential for soft tissue movements nonetheless 
exists. On the other hand, pain or discomfort during the 
examination may induce muscle tension, which makes it 
impossible to measure the whole range of rotation. 
When different subjects endure different kinds of tight- 
ness of fixation this may cause a source of variability, as 
did the magnitude of each individual's soft tissue volume 
and elasticity. Positioning-related faults are differences in 
orientation of the goniometer between trials if the var- 
ious clamps of the instrument are not positioned on the 
bones identically each time the goniometer is attached, 
which may lead to variations in starting position. This 
variation would cause problems in defining a starting 
"zero" resting position. During repeated non published 
pilot studies before the present investigation, we discov- 
ered a large individual variation of neutral knee rotation 
position between subjects, and the neutral position could 
also change due to different knee flexion angles within 
the subjects. The resting "zero" knee rotation position in 
Rottometer measurements was therefore defined as each 
individual subject's resting position of the knee at each 
flexion angle. 

There may be a variation in the limits of passive 
motion from differences in elasticity and plasticity in the 
soft tissue depending on whether the measurements are 
made in the morning or afternoon, or whether the sub- 
jects have been taking part in any physical activity shortly 



before the examination. Maybe it is also possible that 
blood flow, temperature and stretching can influence the 
soft tissue characteristics, but such possible changes in 
rotation during the day were however not large enough 
to be registered with the device. However, during the 
intertester reliability test there was only a 10-min break 
between the two examinations, and that short break may 
have been a risk factor of soft tissue stretch effect. 

The examinations were not blinded, and there is a risk 
that the examiners could have been influenced by earlier 
recordings or by measuring both knees on the same sub- 
jects. The risk of this kind of error is rather small due to 
the large number of recordings. The order of the different 
flexion angles (90°, 60° and 30°) and applied torques (3, 6, 
9 Nm and end-feel) were not performed in random order 
due to technical and practical reasons, and that may have 
been a source of error. Different readings on the protrac- 
tor between different examiners may also occur. It could 
be argued that the applied torque with the adjustable 
spanner might differ between examiners, if they were not 
experienced in using the equipment. In the present study 
the two examiners were however trained in using both the 
protractor and the spanner before the study, and did not 
consider using the equipment to be a problem. It is also 
possible that the flexion angle could cause variability 
between trials if the examiner is not careful to adjust to 
the exact angle each time. 

However, despite all these possible errors, we believe 
that the Rottometer has the potential to be used in 
research and clinical practice, due to both its validity [13] 
and reliability. It may also be valuable to establish normal 
knee joint rotation reference values in a larger population 
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of healthy individuals as well as to study possible age or 
gender differences. 

Conclusion 

The Rottometer was judged to be a reliable measurement 
instrument concerning knee rotation at three different 
flexion angles (90°, 60° and 30°) at 6 and 9 Nm applied tor- 
ques and as evaluated by the examiner's apprehension of 
end-feel. The most reliable measurements of the knee 
rotation made by the Rottometer were registered in mea- 
surements of the total rotation at 9 Nm applied torque. 
Measurements with 3 Nm were considered less reliable. 

Acknowledgements 

We thank Jan Rademakers and Johan Lindqvist for the construction of the 
apparatus used, and all the persons who voluntarily took part in the study. 
This work was funded by the County Council of Halland FoU-foundation. 

Author details 

'Department of Health Sciences, Division of Physiotherapy, Lund University, 
Box 157, SE-221 00 Lund, Sweden, department of Statistics, Lund University, 
Lund, Sweden. 3 Faculty of Medicine, Lund University, Lund, Sweden. 

Authors' contributions 

P A conceived the manuscript, carried out the examination of the subjects, 
participated in the statistical analysis and participated in the design of the 
study, C E participated in the design and supervised the study, P-E I 
participated and supervised the statistical analysis, T F participated in the 
design and supervised the study. All authors read and approved the final 
manuscript. 

Competing interests 

The authors declare that they have no competing interests. 



12. Schoemaker SC, Markolf KL: In vivo rotatory knee stability. J Bone Joint 
Surg Am A 1982, 64(2):208-16. 

13. Almquist PO, Arnbjornsson A, Zatterstrom R, Ryd L, Ekdahl C, Friden T: 
Evaluation of an external device measuring Knee Joint Rotation-An in 
vivo study with simultaneous Roentgen Stereometric Analysis. J Orthop 
Res 2002, 20:427-432. 

14. Selvik G: Roentgen stereophotogrammetry: A method for the study of 
the kinematics of the skeletal system. /Acta Orthop Scand 1989, 60(Supple 
232). 

15. Nordin M, Frankel VH: Basic Biomechanics of the Musculoskeletal System. 

Lea Febiger, Philadelphia, London; 1989. 

16. Kaltenborn FM, Evjenth 0: Examination of joint movements. Manual 
mobilisation of joints in the extremities. Manual examination and mobilisation 
of the joints in basic education Olaf Norlis Bokhandel; 1985, 34-37. 

17. Shrout PE, Fleiss JL: Intraclass correlations: Uses in assessing rater 
reliability. Psychol Bull 1979, 86(2)420-428. 

18. Bland JM, Altman DG: Measuring agreement in method comparison 
studies. Stat Methods Med Res 1999, 8:135-60. 

19. Fleiss JL: Reliability of measurements. The design and analysis of clinical 
experiments New York, John Wiley and Sons; 1986, 1-31. 

Pre-publication history 

The pre-publication history for this paper can be accessed here: 
http://www.biomedcentral.eom/l 471 -2474/1 2/291 /prepub 

doi:1 0.1 1 86/1 471-2474-1 2-291 

Cite this article as: Almquist et at. Measurements of knee rotation- 
reliability of an external device in vivo. BMC Musculoskeletal Disorders 
2011 12:291. 



Received: 1 August 201 1 Accepted: 30 December 201 1 
Published: 30 December 2011 



References 

1. Cai I let RC: Functional Anatomy. Knee Pain and Disability F.A. Davis Co. 
Philadelphia; 1973, 49-69. 

2. Kapandji IA: The Knee. In The Physiology of the Joints. Volume 2. Second 
edition. Livingstone, UK; 1970:72-134. 

3. Lehmkuhl LD, Smith LK: Knee region. Brunnstrom's Clinical Kinesiology. 4 
edition. F.A. Davis Company, Philadelphia; 1983, 287-307. 

4. Brandsson S, Karlsson J, Eriksson Bl, Karrholm J: Kinematics after tear in the 
anterior cruciate ligament: Dynamic bilateral radiostereometric studies in 
1 1 patients. Acta Orthop Scand 2001, 72:372-378. 

5. Sanfridsson J, Arnbjornsson A, Friden T, Ryd L, Svahn G, Jonsson K: 
Femurotibial rotation and the q-angle related to the dislocated patella. 
Acta Radiol 2001, 42:218-24. 

6. Blankevoort L, Huskies R: A mechanism for rotation restrains in the knee 
joint. J Orthop Res 1996, 14(4):676-679. 

7. Mills OS, Hull L: Apparatus to obtain rotational flexibility of the human 
knee under moment loads in vivo. J Biomech 1991, 24(6):351-369. 

8. Muiadi Ql, Nicholson LL, Refshauge KM: Do elite athletes exhibit enhanced 
proprioceptive acuity, range and strength of knee rotation compared 
with non-athletes? Scand J Med Sci Sports 2009, 19:103-1 12. 

9. Shultz JS, Shimokochi Y, Ngyen A-D, Scmitz RJ, Benyon BD, Perrin DH: 
Measurement of Varus-Valgus and Internal-External Rotational Laxities In 
Vivo-Part II: Relationship with Anterior-Posterior and General Joint Laxity 
in Males and Females. J Orthop Res 2007, 989-996. 
Tsai AG, Musahl V, Steckel H, Bell KM, Zanto T, Irrgang JJ, Fu F: Rotational 
knee laxity: Reliability of a simple measurement device in vivo. BMC 
Musculoskeletal disorders 2008, 9:35. 

Zarins B, Rowe C, Harris BA, Watkins MP: Rotational motion of the knee. 

Am J Sports Med 1983, 11:152-156. 



10 



11. 



Submit your next manuscript to BioMed Central 
and take full advantage of: 

• Convenient online submission 

• Thorough peer review 

• No space constraints or color figure charges 

• Immediate publication on acceptance 

• Inclusion in PubMed, CAS, Scopus and Google Scholar 

• Research which is freely available for redistribution 



Submit your manuscript at 
www.biomedcentral.com/submit 



BioMed Central 



v. 



